[Experiences with an electrically conducting plastic electrode for transient cardiac pacing in infants].
An esophageal balloon catheter is equipped with an electrical conductive rubber electrode. Cardiac pacing by battery-powered external pace-makers with low output voltage was successfull in babies and young children.